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ABSTRACT 


This on describes a system and its calibration for measuring the 
effective cross section for the production of the Custate of No in 
the lowest vibrational level under bombardment by electrons in the 150 
eV to 1.2 KeV energy range and the measurements which were made. 

With a gas pressure of about 3 x 10°¢ torr, the effective cross sec- 
tion of the second positive system of Ny under bombardment by 150 eV 


a fi sie 


electrons was found to be (1.2 ¢ .38) x 10 This value is be- 


lieved to be very near the peak value of the cross section. 
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IT. INTRODUCTION 


A knowledge of the properties of upper atmospheric gases is re- 
quired to understand phenomena occurring in the upper atmosphere such 
as airglow, aurora, and gas discharge processes. Meee ecu ve Ole viis 
research was to measure the effective cross section of one of the most 
important of these gases, molecular nitrogen, in forming the C*Nustate 
of No under bombardment by low energy electrons in the 150 eV to 1.2 
KeV range. This project was undertaken in support of research funded 
by the Naval Ordnance Laboratory. References 1, 2 and 3 reported work 
done previously in the design and calibration of the experimental appa- 
ratus, and this paper describes modifications to the optical and elec- 
ime@me cull systems, and the recalibration results of the detection system, 
in addition to those discussed in Ref. 3. Finally, measurements of the 
effective cross section of the C*/\u state of No are reported along with 


the difficulties encountered. 








II. THE CROSS SECTION EQUATION 


The purpose of the experiment was to measure the effective cross 
section of the C*7\u state of No. In order to do this, the cross section 
must be defined in terms of measurable eet eS, as outlined below. 

The lowest vibrational level of the C*7%u state of Ny decays electro- 
magnetically to the B’7\; state of Ny in the v" progression (0,0), (0,1), 
(on2)5 (053), (0,))) and (0,5). The transition probabilities per wit 
time for these transitions are well known and are presented taver jee 
wave ‘length for the transition of highest probability, the (0,0) transi- 
mem, 15 33/.13 nm. 

The rate equation for the total population of an excited state, N,*, 


teeeaven by: 


* hy + 
Q) SER =R.- Lo dete Q 





where R, is the rate of formation of the excited state, A.j is the prob- 
ability per second of decay to the final state, f, and Q is the colli- 
Sional de-excitation rate. If the gas is bombarded by electrons for a 
time greater than the mean life of the excited state, then the total 
population of the excited state is constant, and the excitation rate is 
equal to the de-excitation rates (i.e. steady state condition). If the 
gas pressure is sufficiently low then Q, the collisional de-excitation 
rate, can be ignored when compared to the other terms, as shown by 


Fontana /Ref. 2/7. Then: 
Oyen => eh = Neo d_ As NM 


The excitation rate Ry can be defined by the equation: 


6 





A, 


3) R, 


from which the effective cross section, @ , can be obtained: 


\\\ 


= K€ 
oe hav 


where ng is the number density of molecules in the ground state within 
the volume V, J is the current density of the bombarding electrons (i.e. 
the electron beam), e is the fundamental unit of electric charge, and R, 
is the rate of formation defined above. If the volume V is the inter- 
action volume discussed later in this paper, defined to be a right circu- 


lar cylinder of length L and a cross-sectional area A equal to the cross- 


sectional area of the electron beam, and J = I/A, then: 


R, e 
(G) Gas ae 





Reference 2 shows that, at room temperature, n, /n, the ratio of molecule 
density of molecules in the ground state to the total molecule density 

is 0.9999----- ; therefore, to a very good ee aation. n may be substi- 
tuted into equation (5) above for ng . Substituting equation (2) into 
equation (5) gives: 


e x JIS NES 
(6) G7 = Mee L Doo Ne a oe 
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A detection system designed to count the number of (0,0) transitions 


would give a count rate, C: 


7) C= eheoN, 


where df. is the solid angle subtended by the detection system, € is 


the efficiency of the detection system, and Ace Nx is the transition 





rate of the (0,0) transitions from the excited state K. If the gas is 


considered to be a pure ideal gas: 


(8) n= —? 





where P is the absolute pressure of the gas, k is the Boltzman constant, 
and T is the absolute temperature of the gas. Substituting equations 


(7) and (8) into equation (6) then gives the cross section equation: 


meen et TC 
(2) ie i cals 


where «df{t, € and L, once determined, are constants of the experiment; 
T, C, I and P are the variables, and the transition probabilities per 


second, ees » listed below, are given by Nicholls /Ref. li/. 


Doc = fot 3 10) Seon 
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JIf. EXPERIMENTAL APPARATUS 


The experimental apparatus conmlsts Of SiX major subsystems, each of 
which is described below. They are: (1) the outer chamber, (2) the 
interaction chamber, (3) the vacuum system, (l)) the electron gun system, 
(5) the optical system, and (6) the detection and counting system. 
Figure 1 is a schematic drawing showing the interrelationship of these 


subsystems. 


A. OUTER CHAMBER 

The outer chamber is a large aluminum enclosure, housing the inter- 
action volume and electron gun, and connected to the vacuum system. All 
electrical connections to the interaction chamber, electron gun, and ion 
gauges pass through glass feed~througns or coaxial connectors in the 
chamber walls. inlets are provided for the connections between the inter- 
action volume and pressure gauge and gas injection line. A vacuum is 


maintained by the vacuum system described below, and pressure in the outer 


chamber is measured with an ion gauge. 


B. INTERACTION CHAMBER 

The interaction chamber, hereafter referred to as the IAC, is that 
part of the apparatus where collisions between the electron beam and 
nitrogen molecules take place, and can properly be called the heart of 
the entire system. As shown in figure 2, it actually consisted of two 
concentric chambers with the inner chamber electrically insulated from 
the outer chamber. The ends of both chambers nearest to the electron 
gun were capped by a grounded flat circular face place with 1/8 inch 


diameter hole in the center to admit the electron beam. The ends opposite 
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the electron gun had center holes to facilitate optical alignment of 

the electron gun. In use, the inner chamber was closed so it was essen- 
tially a Faraday cup for the collection and measurement of the electron 
beam. The outer chamber served as an electrical shield to prevent stray 
electrons from contributing to the current to the Faraday cup. The re- 
sult was that only those electrons which entered the hole in the face 
plate into the smaller chamber were measured as part of the beam. 

Since the purpose of the experiment was to count only those photons 
emitted in the excitation of the gas, care was taken to minimize any 
light from outside sources, primarily the electron gun filament, from 
entering the optics. For this purpose, the inner chamber was covered 
with aquadag, a non-reflecting coating with good vacuum characteristics, 
and the optics were mounted at right angles to the electron beam axis. 

The face plate mentioned above was grounded through a pico ammeter. 
This ammeter served a dual purpose: it served as an aid to the rough 
alignment of the electron gun, and it gave a measure of the gross output 
of the gun. The pico ammeter connected to the other end of the TENG pro 
vided a direct measurement of the electron beam current I, required in 
the cross section equation. | 

Nitrogen gas was admitted into the IAC by a precisely controlled 
leak valve and was maintained at a constant pressure by the pressure 
differential established between the IAC and outer chamber. This pres- 
Sure could be measured by three independent means: a thermocouple, an 
ion gauge, and a Baratron barometer. The Baratron is a very precise 
measuring instrument for the pressures required in the IAC and is capable 
of recording differences as small as 107° torr. It was connected with 


its high pressure side to the IAC and its low pressure side to a reference 
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vacuum of about 10°! torr. Wath a pressure of 107! Porreen faphier am 

the IAC, the Baratron measured what was essentially the absolute pressure 
P, required in the cross section equation. The ion gauge was used as a 
check for the Baratron, but ‘due to the relatively high pressures (for an 
ion gauge), its susceptibility to contamination by the nitrogen gas, and 
the fact that it acted as another light source, it was not used for mea- 


surements when readings were being made. 


CG. VACUUM SYSTEM 

The vacuum system consisted of two six inch oil diffusion pumps 
rated at 1800 liters per second each, discharging to a single 16 cfm, 
two-stage mechanical pump. The cold trap of each diffusion pump was 
cooled with liquid nitrogen. Each diffusion pumo operating along was 
capable of maintaining pressures less than 10°° torr when gaseous nitro- 
gen was not being admitted to the system, but when nitrogen was intro- 
duced to the JAC both pumps had to be used to maintain the proper pressure 
for the experiment. The electron gun was mounted directly above the_in- 
take of one of these pumps to prevent the gas streaming through the face 


plate hole from diffusing the electron beam any more than was necessary. 


D. ELECTRON GUN SYSTEM 

The heart of the electron gun system was the electron gun itself, a 
modified commercial television picture tube (RCA 7 JP-l) gun. The modi- 
fications included the grounding of lenses 2, 3, h, 5 and the Sal deflec- 
tion plates, as well as replacing the indirectly heated cathode with a 
directly heated V-shaped cathode made of 0.010- inch diameter tungsten 
wire. When the cathode was removed, the electron gun could be optically 


aligned with the IAC using a small HeNe laser. 


IZ: 
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The cathode was heated with a small ac voltage and maintained at a 
negative bias. The IAC was maintained at ground potential, as discussed 
above, so the electrons were accelerated toward the face plate hole with 
an energy equal to the acceleration potential (negative bias) in electron 
volts. A small de voltage could be applied to the deflection plates to 
compensate for any small misalignment of the beam. The electron gun 


assembly is shown schematically in figure 3. 


BK. OPTICAL SYSTEM 

The optical system was designed to collect photons emitted from the 
interaction volume at right angles from the electron beam and focus them 
on the face of the photomultiplier tube. It consisted of two positive 
Henses, an interchangeable narrow band filter, an aperture and field 
stop, all mounted in a brass tube to make a system of unit magnification. 
The optical system was isolated from the IAC by a quartz window, in order 
that the optical system could be removed as an integral unit for calibra- 
tion without destroying the vacuum in the system. | : 

The first lens was mounted with its focal point set at the center 
of the electron beam, passing parallel light through the filter to the 
second lens, which was set with its focal point on the face of the photo- 
pertiplier tube. Immediately in front of the first lens was a circular 
aperture of 22.22 mm diameter. The filter, with a nominal transmission 
wavelength of 340 nm, was tilted with respect to the direction of the 
incident light to bring its peak transmission closer to the 337.13 nm 
wavelength to be measured. The light was focused on a 22.22 mm by 3.175 mm 
slit in contact with the photomultiplier tube face. This slit was ori- 


ented with its long axis at right angles to the axis of the electron beam. 
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The electron beam cross section and the 3.175 mm width of the slit 
then defined the interaction volume, with L in the cross section equation 
now fixed at 3.175 mm. The aperture diameter and the focal length of the 
first Jens defined the solid angle of the optical and detection system 
required for the cross section equation. 


The optical system is shown in figure ]. 


F. DETECTION AND COUNTING SYSTEM 

The photons collected by the optical system were focused on an RCA 
6810A photomultiplier tube. The tube was cooled by liquid nitrogen boil- 
off to reduce its dark current to the lowest possible level. The liquid 
nitrogen boil-off was passed through a liquid nitrogen controller which 
served two purposes: it ensured that no liquid nitrogen passed through 
to the tube's insulating jacket (to prevent destruction of its linearity 
and stability by the extreme cold), and it regulated the temperature 
around the jacket with the aid of a thermistor. The temperature of the 
tube was measured with the aid of another thermistor located between 
the tube and its thermal jacket. 

Although Norton /Ref. 3/7 had reported no difficulty with fogging on 
the face of the photomultiplier tube or the second lens due to the cool- 
ing of the jacket, a defogging chamber was nevertheless provided between 
the tube and the second lens. A portable vacuum pump was used to evac- 
uate the chamber and the chamber was then sealed with a small vacuum 
valve. A vacuum gauge was provided to ensure that the vacuum was held 
for the duration of measurements. This worked so well that after the 
defogging chamber was evacuated, there was no noticeable change in the 


vacuum for several days. 
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The electrical signal from the photomultiplier tube was then passed 
through an amplifier to a scaler-timer with a built-in pulse-height 
analyzer. It was found that the greatest signal-to-noise ratio was 


obtained by setting E,., at zero volts and E in the integral posi- 


max 
tion, thus counting all pulses that entered the scaler-timer. As will 
be discussed later, this was a choice dictated also by the small number 


of counts caused by the low efficiency of the optical and detection 


systems. 
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IV. ALIGNMENT AND CALIBRATION 


Alignment required the. guiding of the electron beam into the inter- 
action chamber and placement of the optical elements so that the photons 
emitted in the interaction volume were detected. Calibration required 
that a combined efficency of the optical and detections systems be ob- 
tained so that for a number of counts given by the scaler-timer, the 


actual number of emissions from the interaction volume was known. 


A. ELECTRON BEAM 

Optical alignment of the electron gun was accomplished using a small 
HeNe laser directed through the lenses of the gun and the holes in the 
IAG mentioned above. The filament was aligned by adjusting the point of 
taemveto be in lime with the center of the extractor lens (lens 1) of 
the gun, and herein is believed to be one of the problems encountered 
in focusing the beam for measurements. When the filament was heated to 
a temperature sufficient to extract electrons, it appeared to shift 
position enough to misalign the beam. Since the filament could be a- 
ligned only when it was cold, with the system open to atmospheric pres- 
sure, there was no way to correct for the misalignment of the heated 
filament. As a result of this problem, the beam apparently suffered 
severe diffusion effects along the vertical axis, as evidenced by a very 
poor response to corrections with the vertical deflection plates while 
having very good response to corrections with the horizontal deflection 
plates. As a result, beam current measurements in the IAC were reduced 


by factors of ten to a hundred from the current expected. 


Ue 





B. OPTICAL AND DETECTION SYSTEM 

As discussed above, the lenses in the optical system were set at 
distances equal to their focal lengths from the center of the interac- 
tion volume and the photomultiplier tube, respectively. The focal length 
of each lens was determined on an optical bench with visible light and 
then corrected for the 337.13 nm wavelength they were to measure. The 
final focal lengths were determined to be 13.06 cm. 

The optics tube and photomultiplier tube were removed from the ap- 
paratus and mounted opposite a calibrated lamp source. A spacer tube, 
with a slit at one end identical to the one at the face of the photo- 
multiplier tube, was then positioned at the end of the optics tube with 
the slit located at the focal length of the first lens and oriented at 
momeeaneiesS to une slit at the face of the photomultiplier tube. This 
arrangement duplicated the geometry of the optical and detection system 
when mounted on the experimental apparatus. With a known energy flux 
from the calibrated light, the efficiency of the optical and detection 
system could then be determined. : 
| The lamp's intensity was so high at the standardized distance of 
50 cm from the lamp it completely saturated the photomultiplier tube. 
Two methods were used to reduce the intensity to a tolerable level: 
the entrance slit was positioned two meters from the source, reducing 
the intensity to 1/16 of the intensity at 50 cm; neutral density filters 
were placed directly in front of the entrance slit. The actual trans- 
mission factors of the filters were obtained with the use of a spectro- 
photometer. Combining the energy flux data supplied with the lamp, the 


geometry of the optics system, and the transmission of the two neutral 


density filters with the narrow band filter installed in the optics 
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Tube, it was possible to convert the energy flux of the lamp to photons 
per second entering the photomultiplier tube. From this and the counts 
per second given by the detection system, an efficiency of the optical 


and detection system was obtained: 


€ = (0.22915 =e O,O1i 52 
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V. EXPERIMENTAL PROCEDURES 


When the cross section. equation was developed, it was stated that 
wieecollisional de-excitation rate could be considered negligible if 
the gas pressure was sufficiently low. This pressure was previously 
determined to be less than 107H torr /Refs. 1, 2 and 37. However, it 
was found that, because of the rather low efficiency of the optical and 
detection systems and the alignment problems with the electron bean, 
this pressure (i.e. molecular density) did not yield enough transitions 
to make the measurements. The only correction possible short of a major 
design change was to increase the pressure. 

Acceptable measurements for all electron energies (in terms of scaler- 
timer counts) could be made with the pressure at fomeeroer.. A prelimi- 
nary check of the results at this pressure was made with an accelerating 
potential of 1000 volts. At this potential and with the pressure at 


7 


1074 torr, the current in the beam was sufficient (3 x 10 ' amps) to 


produce adequate counts to make a good measurement of the cross section. 
This cross section value was compared with the measurement made at to 
torr. Since each value fell within the standard deviation of the other, 
it was concluded that the increase in pressure did not seriously affect 
the validity of the assumption of negligible collisional de-excitations. 
The experiment proceeded as follows: For each electron energy 
selected, the current in the IAC was peaked and a series of counts at 
one-hundred-second duration were made for dark and light current. To 


preclude the possibility of any light from the filament biasing the 


measurements, the filament voltage was left on during the dark current 
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counts. Measurements were made at night and on weekends to minimize 

Pyepossibi tities of line voltage fluctuations affecting the measurements. 
The temperature in the IAC was not measured directly. However, since 

all parts of the system had to be operating for several hours in order 

to stabilize prior to any measurements being taken, the room temperature 

in the very near proximity to the outer chamber should have very closely 


approximated the temperature in the interaction chamber. 
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VI. RESULTS 


The effective cross section measurements for the second positive 
band system of No for bombardment electron energies from 150 eV to 1200 
a\7 


eV are summarized in figure 5. The results vary from 1. x 10 at 


wy 


Megrey to 0.2 x 10 ° at 1200 eV, in units of tie 

Included in the error estimates are: (1) inaccuracy in reading 
the temperature, pressure, and electron beam current, (2) the devia- 
tion in the calibrated lamp source data (supplied with the lamp) which 
is included in the statistical standard deviation of the efficiency € , 
and (3) the statistical standard deviation of the counts C. As noted 
before the pressure at which these measurements were made may have in- 
troduced a small error not accounted for. 

The point at 500 eV falls well below the smooth curve of the other 
points, but it is not believed that this represents a significant diff- 
erence. There was appreciable unstability in the ee only at 
this particular accelerating potential which caused an indeterminate 
shift. 

Measurements of the cross section of the No+ first negative band 
have been made by Srivastava and Mirza /Refs. 5 and 6/, who found that 
the peak value of the cross section occurred at 100 eV electron energy. 
Their results are compared with the results of this experiment in 
figure 6. From this comparison it can probably be assumed that the peak 
cross section for the second positive band system of Ny also occurs at 


100 eV electron energy. 
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VIT. CONCLUSIONS 


Because of difficulties cited in this paper, measurements were not 
made for electron energies below 150 eV. A change of electron gun and/ 
or the design of a device to remotely move the electron gun filament 
for alignment purposes after the system is closed and under a vacuum, 
Should provide sufficient electron beam current to produce the desired 
results. 

When this problem has been solved and the cross section of the 
second positive band of No measured for energies below 150 eV, then 
cross sections of other important atmospheric gases such as oxygen and 


nitrogen monoxide might be of interest. 
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